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Time-of-flight secondary ion mass spectrometry (TOF-
SIMS) is a well-established bioanalytical method for
directly imaging the chemical distribution across single
cells. Here we report a protocol for the use of SIMS
imaging to comparatively quantify the relative difference
in cholesterol level between the plasma membranes of two
cells. It should be possible to apply this procedure to the
study of other selected lipids. This development enables
direct comparison of the chemical effects of different drug
treatments and incubation conditions in the plasma
membrane at the single-cell level. Relative, quantitative
TOF-SIMS imaging has been used here to compare
macrophage cells treated to contain elevated levels of
cholesterol with respect to control cells. In situ fluores-
cence microscopy with two different membrane dyes was
used to discriminate morphologically similar but differ-
entially treated cells prior to SIMS analysis. SIMS images
of fluorescently identified cells reveal that the two popula-
tions of cells have distinct outer leaflet membrane com-
positions with the membranes of the cholesterol-treated
macrophages containing more than twice the amount of
cholesterol of control macrophages. Relative quantifica-
tion with SIMS to compare the chemical composition of
single cells can provide valuable information about normal
biological functions, causative agents of diseases, and
possible therapies for diseases.

Single-cell experiments promise an enhanced understanding
of fundamental biological events, such as intra- and intercellular
communication (exocytosis, endocytosis, and signal trafficking),
the physiological effect of exogenous agents (drug treatments and
the environment), and abnormalities in normal biological function
associated with disease.1 Numerous analytical techniques, includ-
ing electrochemical detection,2-6 separation-based methods,7-9

fluorescence microscopy,10-13 and mass spectrometry,14-26 have
been used to surmount the inherent difficulties of measurements
down to the micrometer, picoliter, and zeptomole scale to study
the intricate chemistry that exists within single cells.

Secondary ion mass spectrometry (SIMS) is an emerging
technique for single-cell investigations. SIMS operates on the
principle that sample bombardment by an electrostatically focused
primary ion beam will result in the ejection of secondary species
(electrons, neutrals, and ions) from the sample.27 The secondary
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ions can be electrostatically collected and mass analyzed. Imaging
with SIMS can involve scanning the primary ion beam across the
sample and collecting mass spectra as a function of the position
of the primary ion beam. Alternatively, some instruments image
using secondary ion optics that maintain the spatial distribution
of the ions.28 Two modes of SIMS are available for imaging, with
the first being a dynamic mode that uses high ion doses; this
erodes sample surfaces and obliterates molecular species making
it best suited for elemental and isotopic studies and depth profiling.
The second SIMS approach is a static mode that uses low ion
doses (less than 1% of the surface molecules are impacted by a
primary ion) to generate larger mass fragments.27 Therefore, this
mode allows the study of all of the elements as well as selected
molecular and molecular fragment ions. The primary ions can be
delivered in pulses that allow the secondary ions to be separated
by their time of flight (TOF). Other SIMS analyzer configurations
include magnetic sectors and quadrupoles.29 Both static and
dynamic SIMS have been used successfully to image the distribu-
tion of chemicals across individual cells.19-25

SIMS experiments are carried out under ultrahigh vacuum,
and this requires strict sample preparation considerations for
hydrated samples, such as cells. Freeze-fracture is a popular
SIMS sample preparation method that cryogenically preserves
biological samples.19,22,30-32 Freeze-fracture is an attractive pro-
tocol because it has been shown to maintain the native distribution
of molecules in liposomes and cells.16,19-23,32 However, freeze-
fracture involves many experimental variables, such as the
temperature and pressure conditions during the fracture,32 the
portion of the cell exposed to the sample-vacuum interface,21 and
the thickness of ice remaining on the sample substrate, that
contribute to experiment-to-experiment variations in secondary ion
yield and SIMS images. This issue has been insignificant for many
SIMS imaging experiments such as the analysis of individual
cells,19-22 the comparison of morphologically distinct cells,16 and
the comparison of morphologically defined areas of model systems
and cells.23,33 These types of experiments were easily accessible
with freeze-fracture SIMS because morphology allowed cells to
be identified before analysis and therefore could be analyzed
within one image, which helps to minimize the inherent variability
introduced by freeze-fracture; however, the application of com-
paring morphologically similar cells is challenging because there
is no way to know from which population a cell originated.

Quantification of SIMS images requires the use of an internal
standard of known concentration, since intensity of the secondary
ion current is not solely dependent on the number of molecules
in the sample. Factors influencing signal intensity include the
chemical composition of the sample matrix, topography, matrix-
primary ion interactions, instrumental transmission, and detector
response.34 Adding an internal standard to the plasma membrane,

however, is problematic. The obvious choice is a lipid molecule
that can easily intercalate into the membrane without disrupting
it. A challenge with this approach is that it is difficult to know
how much lipid has been added to the membrane; also, adding
amounts of lipid large enough to compare with the native lipids
will ultimately affect the lipid composition of the membrane. The
solution to this problem is to use a ubiquitous ion signal to
normalize the signal of interest, such as the C5H9

+ fatty acid
fragment.24 This internal standard has been used to obtain
comparative data across single24 or conjugated cells.23

Evaluating the molecular content and distribution within
treated cells versus control cells is a valuable potential application
of SIMS imaging because it may help elucidate cellular function
and the effects of exogenously added agents on these cells. One
often manipulated compound in cell membrane experiments is
cholesterol. Cholesterol is an intriguing membrane component
because it controls physical membrane properties, such as fluidity
and permeability.35 Cholesterol also is highly concentrated in lipid
rafts and, therefore, may be a crucial molecule in normal cell
function, such as signal transduction.36-38 In addition, better
understanding of the role of cholesterol is important because
abnormalities in cholesterol content have been observed in
numerous diseases, including HIV, Alzheimer’s disease, and
atherosclerosis, a major cause of heart disease.39-41 In particular,
advanced lesions in atherosclerosis develop from early lesions that
consist of aggregated, cholesterol-engorged macrophages.41

One traditional method for manipulating the amount of
cholesterol in cells is to incubate the cells in â-cyclodextrin (BCD),
a non-native seven-member glucose ring with a cavity for choles-
terol binding.42 This treatment depletes cell membranes of
cholesterol and has been used to study lipid rafts.10,36 Alternatively,
preformed complexes of cholesterol and BCD (chol-BCD) have
been used to elevate the native amount of cholesterol in a cell.37

In this paper, data are presented from SIMS imaging with in
situ two-color fluorescence to identify differentially treated cells,
permitting simultaneous analysis and comparison of individual
cells from each group. Two-color fluorescence allowed separate
cell populations that were incubated under different treatments,
to be combined, freeze-fractured under the same conditions, and
identified prior to SIMS analysis, thus obviating the sample-to-
sample variability introduced by separate freeze-fractures. The
two-color fluorescence methodology expands upon previous work,
in which a fluorescence microscope was coupled to the SIMS
analysis chamber.20 A criterion has been developed to address
variations that result from freeze-fracture for comparative single-
cell studies. These experiments set the groundwork for further
single-cell comparative studies with SIMS that can provide valuable
information about normal biological functions, causative agents
of diseases, drug resistance, and possible therapies for diseases.
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EXPERIMENTAL SECTION
Secondary Ion Mass Spectrometry. SIMS experiments were

performed on a Kratos (Manchester, U.K.) Prism TOF-SIMS
spectrometer equipped with a 15-kV FEI (Beaverton, OR) indium
liquid metal ion source (LMIS) oriented 45° to the sample. The
LMIS was focused to a beam size of 200 nm and delivered 0.5 nA
of current to the sample with a 50-ns pulse width. The sample
was mounted onto a liquid nitrogen (LN2)-cooled analysis stage
(Kore Tech. Ltd, Cambridge, U.K.) and biased at +2.5 kV. An
extraction lens, biased at -4.7 kV, collected the secondary ions,
which then traveled along a 4.5-m flight path before being detected
at a microchannel plate detector (Galileo Co., Sturbridge, MA).
SIMS imaging was performed by electrostatically rastering the
primary ion beam across the sample and collecting a mass
spectrum at every pixel in the 128 × 128 pixel image. All images
acquired for this experiment had a field of view of 100 × 100 µm2.
From the LMIS scan, software written in-house generated both a
“total ion” mass spectrum, which was the summation of the
individual spectra for every image pixel, and a “total ion” image,
in which the signal of each pixel represented the integrated
intensity of all mass spectral peaks for that pixel.

Using these data, three different types of analyses were
performed. First, regions of the total ion image were selected and
a mass spectrum, representative of the summation of the mass
spectra in the selected pixels, was produced. In order to compare
two of these mass spectra, the ratio of each spectrum to that of
the total signal was taken to account for the different number of
selected pixels for each region. In a second type of analysis, mass
ranges of interest were chosen from the total ion mass spectrum
to create 2D intensity plots of the location of a given analyte in
the imaging area. The intensity plots were also called molecule-
specific images. The molecule-specific images were then color-
coded and overlaid using the SIMS software. Additional colors
were generated with Adobe Photoshop. The third type of analysis
was a line scan, which used molecule-specific images to graph
the summed intensity of a given analyte across the thickness of
a line as a function of the lateral distance of the line.

Line Scans and Quantification Methods. In these experi-
ments, the intensity of m/z 366-370 was used to quantify the
relative increase of cholesterol between treated and control cells
and the intensity of m/z 69 was used as the internal standard,
C5H9

+. For a given molecule-specific image, a single line was
drawn through each pair of cells. Line scans for both m/z 69 and
366-370 were created for every pair of cells, and the same lateral
distance was analyzed for both masses for a given cell pair. The
line scans were made wide enough to sample a large percentage
of each cell but not as wide as the cells themselves. This was
done to minimize errors near the edge of the cells. The results
were insensitive to the width of the line so long as it was within
the diameter of both cells. Line scans with widths of 15 pixels fell
within the diameter of every cell and were used for all analyses
simply to stay consistent. The raw line scans were then treated
with 25% Savitsky-Golay smoothing in PeakFit software. The
smoothed line scan was then used to quantify the average signal
intensity for the cells for the two mass ranges. Unlike the raw
data, the smoothed line scans allowed plot sections to be selected
for quantification based on a change in the slope of the line. The
same length range along the line scan was used for every

evaluation. Using this approach, raw, average signal intensities
were determined for n ) 8 cell pairs. The average signal intensity
for m/z 366-370 was normalized to the average intensity of m/z
69 for each cell to account for the local effects on the ionization
efficiency.23,24 Only the outer leaflet of cell membranes was
compared in this experiment.21

Selection Criteria for Semiquantitative SIMS. Three criteria
have determined whether a given pair of cells is included in the
subsequent analysis. First, both cells in a pair must be in the same
SIMS image, thus ensuring the cells being analyzed would be in
a similar environment and receive the same primary ion dose.
Second, only cells that were not damaged by sample preparation
were analyzed; this was determined by optical microscopy. That
is, cells that are obviously deformed or ruptured were excluded.
The third factor is only cell pairs that have the outer leaflet of
their membranes uncovered are analyzed. The exposed cellular
surfaces are determined to be from the outer leaflet by molecule-
specific images of 1,1′-dioctadecyl-3,3,3′,3′-tetramethylindodicar-
bocyanine (DiD) and 1,1′-dioctadecyl-3,3,3′,3′-tetramethylindocar-
bocyanine (DiI). Cholesterol from the chol-BCD treatment will
incorporate into different regions of the cell by different amounts,
making the identification of the exposed surface crucial.

Microscopy. A vertical illuminator microscope (Olympus,
Melville, NY) was previously incorporated into the SIMS instru-
mental design for bright-field and epifluorescence imaging of
samples on the SIMS analysis stage.20 The microscope includes
two illuminator columns equipped with a 50-W halogen and a
100-W Hg light source. A Spot RT CCD camera (Diagnostic
Instruments, Sterling Heights, MI) was used in monochrome
mode to capture fluorescence images. For fluorescence images
of DiD, an XF110 filter set (Omega, Battleboro, VT) was used to
select excitation wavelengths of 644 nm and emission wavelengths
of 663 nm. As in previous experiments, fluorescence images of
DiI were possible using an XF101 filter set (Omega), which selects
549- and 565-nm excitation and emission wavelengths, respec-
tively.20,21 The monochrome DiD and DiI images were colored
and combined using the Spot software. The fluorescence images
were then rotated, flipped, and cropped in Adobe Photoshop to
align them with the SIMS images, as described elsewhere.20

Standards and J774 Cell Preparation. Stock solutions of
10 mg/mL DiD and DiI (Molecular Probes, Eugene, OR) were
prepared in ethanol. To obtain a standard spectrum for DiD, 100
µL of the stock solution was drop-dried onto a pirhana-etched
silicon substrate (Ted Pella, Redding, CA). The standard spectrum
was taken using a 300 × 300 µm2 field of view and a dose of 1
million primary ion pulses. J774 cells were the generous gift of
R.A. Schlegel and were cultured to confluence in sterile, polysty-
rene cell culture flasks at 5% CO2 and 37 °C. When confluent, the
J774 cell flasks were treated for 1 h with 25 µg of DiD or DiI/mL
of serum-free RPMI media (Invitrogen, Carlsbad, CA). Next, 100
µL of a 350 mg/mL aqueous stock solution of chol-BCD (CDT,
Inc., High Springs, FL), which corresponded to a 260 µM loading
dose of cholesterol, was added to the DiD-labeled flask. Both the
DiI- and chol-BCD-containing DiD flasks were further incubated
for 1 h. After the incubation, both flasks were rinsed 5 times with
serum-free RPMI to remove the dye and chol-BCD solution. The
cells then were dislodged from the bottom of the flask with gentle
tapping, and the two cell populations were combined into a culture
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dish containing sterilized 5 × 5 mm silicon wafers (Ted Pella).
After a short settling period, a top silicon shard was placed on
every wafer and the assemblies were cryogenically frozen by
plunging them into liquid ethane. Before SIMS analysis, all frozen
sample assemblies were stored under LN2. The freeze-fracture
sample preparation method used has been described in detail and
has been slightly modified.32 Briefly, the sample stub was held in
the sample preparation chamber in a cold clamp cooled to
-196 °C with LN2. Meanwhile, a freeze-fracture sample stage
was cooled to -106 °C, and the pressure inside the vacuum was
maintained at 2 × 10-8 Torr. Once the fracture stage had reached
the desired temperature, the sample was transferred onto it and
the top shard was removed with a cryogenically cooled knife. The
sample was then cooled back to -196 °C and transferred onto a
stage in the SIMS analysis chamber that was also cryogenically
cooled to -196 °C.

RESULTS AND DISCUSSION
Use of DiI and DiD To Classify Cells. To discriminate the

quantitative membrane composition of cells that are exposed to
different incubation conditions, it is necessary to identify the cell
population from which each cell originates. One method for
distinguishing morphologically similar cells from two populations
is to use two-color fluorescence and two fluorophores with
excitation and emission profiles that have suitably different
energies. DiI and DiD have been chosen here because they fit
this criterion, are lipophilic, and are commonly used in fluores-
cence studies.43 Additionally, these particular dyes adhere only
to the outer membrane of a cell, which is advantageous for analysis
with a surface-sensitive technique, like SIMS. Earlier SIMS
experiments with DiI-stained cells were used to determine
chemical signatures for various cellular sections that can be
exposed to the vacuum-surface interface during freeze-
fracture.21 In these experiments, detection of the DiI or the DiD
protonated molecular ion was diagnostic for the case when the
outer leaflet of the cell membrane was exposed. In terms of single-
cell experiments, it is crucial to compare the same cell section
because the cytoplasmic region, the outer and inner leaflets will
each have different chemical compositions. Chemically labeling
the outer membrane of the cells helps to confirm that the same
cell sections are compared.

Because DiI and DiD are present in the cell membranes during
SIMS imaging, it is important to collect standard mass spectra in
order to identify characteristic dye peaks. The mass spectrum for
DiI has formerly been described to contain the protonated
molecular ion (m/z 834), fragment peaks (m/z 410 and 424), and
a hydrolysis product peak (m/z 414).20 The DiD ionization pattern
has not been explored with SIMS and its positive ion spectrum is
shown in Figure 1. DiD ionizes to form an intense protonated
molecular ion peak at m/z 860 (Figure 1). The two conjugated
ring systems in the DiD molecule are joined by an unsaturated
linker that is five carbons in length, allowing it to be symmetrically
fragmented across the linker (Figure 2A) to yield a fragment peak
at m/z 424 (Figure 1). DiI also yields a fragment peak at m/z
424; in a previous study, it was found that photodegradation of
the molecule led to an increase in this fragment.20 It follows that

photodegradation may account for the unusual fragmentation
across the carbon-carbon double bond. The symmetrical cleavage
accounts for the absence of a peak at m/z 410, which had been
identified in the DiI spectrum to result from an asymmetrical
fragmentation across the DiI linker which is only three carbon
atoms in length.20 A DiD hydrolysis peak is observed at m/z 414
(Figure 1 and Figure 2B), similar to the DiI spectrum. Because
m/z 414 and 424 are mass spectral peaks for both dye molecules,
only m/z 860 can be used to image DiD in the presence of DiI.
Similarly, m/z 410 and 834 can be used to distinguish DiI from
DiD.

SIMS Spectra and Images Comparing Cholesterol in Cell
Membranes. A proof-of-concept experiment has been carried out
that uses two-color, in situ fluorescence to demonstrate semi-
quantitative SIMS imaging by measuring elevated cholesterol
content in treated cells versus control cells. One population of
J774 cells (treated) was incubated with a solution of chol-BCD
and labeled with DiD; a second J774 population (control) was
incubated in media and labeled with DiI. With this protocol, the
treated, DiD-labeled cells should exhibit a higher SIMS cholesterol
signal than the DiI-labeled control cells. Because cholesterol is a
major analyte of interest for these experiments, its SIMS ionization
warrants discussion here. Ionization of cholesterol yields arrays

(43) D’Onofrio, T. G.; Hatzor, A.; Counterman, A. E.; Heetderks, J. J.; Sandel,
M. J.; Weiss, P. S. Langmuir 2003, 19, 1618-1623.

Figure 1. Positive SIMS mass spectrum for a DiD standard on a
Si substrate. The peak at m/z 860 corresponds to the DiD molecular
ion. The peak at m/z 424 is a fragment of the molecule that cleaved
symmetrically about the unsaturated linker. The peak at m/z 414 is a
hydrolysis product of the DiD.
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of peaks in the mass range of the molecular ion (m/z 386) and in
the mass range of a fragment ion (m/z 369).44 The array of peaks
in the mass range of the fragment ion (m/z 366-370) is used for
all cholesterol molecule-specific images and quantification in this
paper.

From a SIMS image of a fluorescently characterized mixed
population of treated and untreated J774 cells, two mass spectra
have been generated: one from the integrated intensity across a
treated cell (Figure 3A) and the second from the integrated
intensity across a control cell (Figure 3B). As expected, the
normalized mass spectrum of the treated cell contains higher
signal from cholesterol than the control cell. Additionally, the
treated cell mass spectrum contains a peak for the protonated
molecular ion of the identifying marker, DiD, and the control cell
mass spectrum contains signal corresponding to the protonated
molecular ion of the identifier, DiI. The presence of the dye signals
indicates that the outer leaflet is uncovered for both. In addition
to supporting the identification of the two cells, the dyes are
present in the outer leaflet and are detected in both cases.

A fluorescence image demonstrates that the excitation and
emission profiles of the two dyes do not interfere with one another
and that mixing the two populations of cells does not cross-
contaminate the dyes (Figure 4A). A composite SIMS image of
m/z 834 (DiI; green) and 860 (DiD; red) correlates with the
fluorescence image and further shows, by mass spectrometry, that
the two dyes have not cross-contaminated on differing cells during

sample preparation (Figure 4B). The fluorescence and SIMS
images also identify the two cells at the bottom of the image as
DiD-treated cells and the two cells at the top as DiI-control cells.
Furthermore, detection of the DiI and DiD protonated molecular
ions from the left-most DiD-treated cell and DiI-control cell
indicates that the cells were fractured through identical cellular
planes. The outer membranes of these three cells were uncovered
and sampled in these experiments. It is important that the same
cellular surface is compared between treated and control cells
because different amounts of cholesterol will likely incorporate
into the cytoplasm and into the outer leaflet and the inner leaflet

(44) Ostrowski, S. G.; Szakal, C.; Kozole, J.; Roddy, T. P.; Xu, J.; Ewing, A. G.;
Winograd, N. Anal. Chem. 2005, 77, 6190-6196.

Figure 2. Chemical structures for DiD and DiD fragments. (A) The structure for DiD with a dotted line indicating the position of cleavage for
the m/z 424 fragment observed in the standard mass spectrum. (B) Chemical structure for the DiD hydrolysis product observed at m/z 414.

Figure 3. Summed mass spectra from pixels located across two
cells. (A) A chol-BCD-treated J774 cell and (B) a control J774 cell.
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of the plasma membrane.35 Since the DiD-treated cell on the right
does not appear to be fractured to expose the outer leaflet, it has
not been considered in further analyses. It appears that this cell
exhibits less intense fluorescence because part of the DiD-
enriched outer membrane was removed during freeze-fracture,
resulting in significantly fewer fluorophore molecules associated
with the cell compared to the outer leaflet exposed DiD cell. This
cell appears smaller than the other macrophages because the
brightness and contrast settings that were used were optimal for
the undamaged cells. The control cell located in the upper right
of the images was optically determined to have been damaged
during the freeze-fracture process and also has not been further
analyzed. Therefore, the remaining left most treated and control
cells are the subject for the rest of the discussion of Figures 4
and 5.

Relative quantification in SIMS is possible if the signal intensity
is normalized to an internal standard.23,24 In this experiment, the
C5H9

+ hydrocarbon (m/z 69) serves as an internal standard
because it is a generic fragment from lipid fatty acid side chains
and should remain constant between the treated and control J774s.
The SIMS image for m/z 69 (Figure 4C) shows that both cells
contain a similar amount of signal-containing pixels that are of a
similar intensity for m/z 69. Therefore, any differences in signal

Figure 5. Line scans comparing a cholesterol-treated J774 cell and
a control J774 cell. The insets depict the distance selected for the
line scan, which was drawn from the lower left to the upper left of the
each respective chemical map. (A) Line scan for cholesterol (m/z
366-370). (B) Line scan for C5H9

+ hydrocarbon (m/z 69).

Figure 4. Fluorescence and SIMS images of cholesterol-treated and control J774 cells (100 × 100 µm2 field of view). Fluorescence and SIMS
images were aligned manually using imaging software.20 (A) In situ, two-color fluorescence image of several freeze-fractured J774 cells. The
treated cells were arbitrarily colored red, and the control cells are shown in green. (B-D) Positive ion molecule-specific images of J774 cells
that correlate with the fluorescence image in (A). In all SIMS images, black pixels indicate an absence of signal. Cells that are discussed in the
text and further analyzed in Figure 5 are circled. (B) SIMS composite image for DiD (m/z 860; red) and DiI (m/z 834; green). (C) SIMS image
for C5H9

+ hydrocarbon (m/z 69; blue). (D) SIMS image for cholesterol (m/z 366-370; white).
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observed for other mass ranges should represent a true dis-
similarity in the membrane chemistry between the two cells and
not an artifact of sample topography. In the SIMS image of the
cholesterol fragments (m/z 366-370), there are visibly more
signal-containing pixels localized to the treated J774 cell compared
to the control cell (Figure 4D). It follows that this chol-BCD-treated
J774 cell displays higher SIMS cholesterol signal and hence
contains elevated amounts of cholesterol compared to the control
J774 cell.

Relative Quantification of Cholesterol Content in Treated
versus Control J774 Cells. Line scans for the SIMS images of
m/z 69 (Figure 5A) and 366-370 (Figure 5B) provide a semi-
quantitative comparison of the cholesterol content in the J774 cell
membranes. A line scan is a plot of the summed pixel intensities
for a given chemical map as a function of the lateral distance of
the line. For the line scans in Figure 5, the line, indicated in the
graph insets, was taken from the cholesterol-treated cell located
in the lower left through the control cell on the top left of the
image. As suggested from Figure 4C, the signal obtained from
m/z 69 is very similar for both cells (Figure 5B). In contrast, the
cholesterol line scan shows a large discrepancy in cholesterol
signal intensity between the treated and control cells (Figure 5A).
In this example, there is ∼180% more cholesterol signal detected
from the treated cell, compared to the control, supporting the
conclusion from the SIMS images that the chol-BCD J774 cells
contain increased amounts of cholesterol in the outer leaflet of
their membranes.

SIMS images of the eight cell pairs that met the selection
criteria (Experimental Section) have been quantified. Use of a
single line scan, obtained for each pair of cells for a given mass
of interest (m/z 366-370 or 69) resulted in raw signal intensities
detected from every cell (Table 1). The raw cholesterol signals
for m/z 366-370 for treated versus control cells are statistically
different, p ) 0.009. As discussed before, quantification in SIMS
requires normalization of the signal of interest to an internal
standard, in this case m/z 69. Prior to calculating the percent
increase in cholesterol, the raw signal intensity at m/z 366-370
for a given cell was normalized to the intensity at m/z 69 from
the same cell. The signal intensity for relative difference in
cholesterol content between each treated/control pair is displayed
in Table 1. The SIMS data demonstrate that cholesterol in the
outer leaflet of J774 cell membranes versus native untreated cells
is elevated by an average of 135 ( 34% with elevated values
between 74 and 366%. The difference between control and treated
cells is statistically significant. Apparent variation in the level of

cholesterol elevation is observed between cell groups and may
result from the intrinsic variability in biological systems as well
as from environmental factors during the chol-BCD treatment.
Both populations of J774 cells were not evenly confluent in their
respective culture flasks. A small percentage of chol-BCD cells
may have originated from sparsely populated regions of the treated
flask, allowing a greater amount of the membrane surface area to
interact with the cholesterol complex for a higher amount of
cholesterol loading.

CONCLUSIONS
A SIMS imaging procedure has been developed that enables

the relative quantification of cholesterol in single-cell membranes.
Combining treated and control cells on the same sample surface
removes the sample-to-sample variability associated with sample
preparation and SIMS imaging. Morphologically similar cells from
two disparate populations have been identified by use of specific
labels and two-color fluorescence microscopy integrated into the
SIMS experimental design. DiD and DiI have been selected to
fluorescently label the two populations of cells. Fluorescence
images show that the absorption and emission profiles for the
two dyes do not overlap. Additionally, fluorescence and molecule-
specific SIMS images have demonstrated that mixing the two
populations of labeled cells does not cause cross-contamination
of the dyes. In a proof-of-concept application, one population of
DiD-labeled J774 cells has been chemically altered with chol-BCD
and compared to untreated, DiI-labeled control cells. In situ
fluorescence images were first used to discriminate the treated
and control J774 cells. Subsequently obtained mass spectra and
SIMS images have been correlated with the fluorescence images
and demonstrate significant and expected chemical differences
between the two cell populations. This quantification protocol has
been used to determine that cholesterol increases by an average
of 135 ( 34% in the membranes of the treated J774 cells versus
control cells in repeated trials.
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Table 1. Comparison of Signal Intensities for Two J774 Cell Populationsa

trial
treated cells

m/z 366-370b
control cells

m/z 366-370b
treated cells

m/z 69
control cells

m/z 69

rel % increase
of cholesterol in

treated cells

1 26.8 7.48 451 587 366
2 40.3 21.7 1150 1207 95
3 34.4 12.5 651 674 184
4 126 62.2 1860 1720 87
5 40.0 21.1 604 570 79
6 33.2 17.5 931 852 74
7 42.1 21.9 610 557 75
8 132 47.9 1755 1385 122

average 59 ( 15 26.5 ( 6.6 1002 ( 192 944 ( 156 135 ( 35

a All errors are standard error of the mean. b p < 0.05.
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